A head fixation device containing pins is common equipment used in neurosurgical procedures. Previous reports analysed some of the complications associated with the application of this device for adults and children, even the indications for the use in pediatric are not well defined. CASE PRESENTATION: An 11-year-old girl diagnosed with non-communicating hydrocephalus, caused by posterior fossa tumor. During the surgery, complications were found in the form of acute epidural hematoma due to head fixation pins. So, the operation was stopped. Emergent CT scan was carried out and showed a bilateral skull fracture and a massive right-sided epidural hematoma. An emergency craniotomy for clot removal was performed and five days later, a second surgery was carried out uneventfully for the residual tumor. The patient fully recovered after the second surgery. DISCUSSION: Complications due to the use of a pin head fixation are easier to occur in pediatric patients, because the bones are thinner and need more carefull strategy when pinning. With promp identification of any complications and earlier treatment, the good outcome will be achieved. We compared our case report with published literature in order to suggest the way to prevent this complication. CONCLUSION: Skull fractures and associated epidural hematomas in pediatric patients need to be considered as possible complications of the pin-type head fixation application. The head fixation devices in pediatric need to be used with great caution and knowing the risk factors, safe technique for application and management of complications will prevent worse outcome.
Introduction
For an ideal and safe positioning of the patient during surgery, the pin-type fixation is widely used to keep the patient's head and neck in a stable position and it is also mandatory for optimal accuracy [1] [2] [3] [4] [5] . Complications directly related to the application are rare but potentially life-threatening. There are some reported cases of complication in both adult and children. The safe use in children has not been clearly defined and the device is therefore generally not recommended under the age of 5 years. However, Fig. 1 . Mayfield ® three-pin skull clamp is applied to the patient's head with prone position. department. A year before because of visual impairment she was diagnosed with non-communicating hydrocephalus due to the cerebellar tumor in another remote hospital. At that time, the patient's family refused to undergo surgery and never took a further follow up. On the physical examination, GCS was 14 out of 15 with total blindness on both eyes, no cerebellar signs, no motor, and sensory deficit. The CT scan revealed a posterior fossa lesion which caused non-communicating hydrocephalus (Fig. 1 ).
Operative technique
The girl underwent an emergency craniotomy for tumor removal. She was placed in 3-point pin fixation using the Mayfield device in a prone position. After stabilizing the head and neck, the chief resident performed the procedure to penetrate the skull using pins no more than 40 pounds. The operation began with the insertion of extra-ventricular drainage (EVD) on the right occipital and followed by a suboccipital craniotomy. Prior to the opening of the dura, the ventricular tapping was opened with approximately 10cc of the CSF was drained and this maneuver was controlled, drained out again when needed. Using the midline telovelar approach, the tumor was reached and a piecemeal resection was started, after a partial removal of the tumor, the exposed cerebellum suddenly began to swell usually through the bone flap despite intermittent CSF drainage ( Fig. 2 ), we realized that there was some complication and the operation was eventually discontinued after hemostasis of the tumoral area. A right side anisocoria was noted and an emergency CT scan was performed while the patient was still under anesthesia, The head CT scan showed a massive subgaleal hematoma and a bilateral depressed fracture at the pin-site with a large right-sided epidural hematoma of over 40 mm thickness causing a 10 mm midline shift to the left ( Fig. 3 ). An emergency craniotomy for the evacuation of the hematoma was conducted. During the surgery, it was noted that the bone was abnormally thin for the patient's age. A laceration of the dura under the depressed fracture was also demonstrated.
Post-operative course
Post-operatively, the patient gained full consciousness without neurological deficit. Five days later a second surgery for the remain- ing tumor was done uneventfully. A subsequent pathology report confirmed the diagnosis of medulloblastoma (Table 1 ).
Discussion
The pin-type is a widely used standard head fixation device and various modifications have been developed as it is designed to anchor the outer table of the cranial vault [12, 13, [18] [19] [20] . The commonly used types of pin in our area are the Mayfield and the Sugita devices. The Mayfield system provides a 3-pin head fixation and permits the adjustment of the force with a torque screw up to about 80 pounds [2] . The Sugita system is a semi-circular fixation type with a 4-pin skull fixation and each screw must be screwed separately [2] . Previous reports show that indications for the safe use of the pins in children are not well defined [8, 21] . From the literature review, the age in which the pin fixations for cranial surgery can be considered completely safe is not yet made clear [12] . Berry et al. in their study, surveying practices among pediatric neurosurgeons notes that there are no clear-cut guidelines for the use of head fixation in children despite the rare but significant complications that may be involved [1] .
Complications related to the use of pin head fixation are quite rare ranging from 0.65% to 1.1% [1, 2, 12] . PubMed, Google Scholar, and Science Direct searches were implemented using some keyword which is: "Mayfield device", "head fixation", "skull fracture", and "epidural hematoma" to find related journals and articles. Adult data were separated from the pediatric data and used for general analysis but not considered in our particular analysis. The most frequent complications in children are skull fracture and epidural hematoma [2] . The variability in the thickness of the developing cranium is likely the most important factor causing a higher number of complications in children. In a survey among 605 pediatric neurosurgeon about pin complications, 164 responders have reportedly experienced some complications and the two most common complications are depressed skull fracture (59 of 89) (66%) and epidural hematoma (43 of 89) (49%). In our literature review, only In our case, the epidural hematoma was detected intra-operatively whereas some other reports discovered the complication prior to the surgical procedure or even after surgery. Some authors suggest that the use of the pin-type head fixation should be avoided in children especially in unnecessary cases [12, 14, 19] . The review showed that most complications were related to the squamous temporal bone which is the thinnest [15] . The other areas to avoid is the frontal sinus and coronal suture [10] . Some authors recommend the avoidance in children under 5 years [12, 14, 16, 20] , and another author reports a firm contraindication forchildren under 2 years of age [1, 4] . It is, however, important to know that 2 or 5-year-old cut-offs is not based on scientific evidence and this age recommendation may not be a failsafe strategy [12] . Patients with an intracranial pathology which results in a long-standing increased intracranial pressure and chronic hydrocephalus may contribute to thinning of the skull, making it a greater risk of skull fracture [5, 16] . Long-term usage and high doses of anti-epilepsy drugs (AED) can cause brittle bones [18] . Most of the pediatric patients with intracranial pathology usually take AED to prevent seizures, but this is not clearly described in the report articles. More than 75% of the cases happened in a prone position with a posterior fossa tumor and hydrocephalus. Some physiological studies may explain this massive bleeding in the prone position as an increase in cerebral venous pressure [22, 23] .
In the prevention of skull fracture, most authors recommend using a pediatric-sized pin and applying the appropriate pressure in accordance with the age and skull thickness [1, 4, 12, 13] . For a thinner skull, a lesser force is generally recommended [5, 24] . Five pounds are used in children between 6 and 12 months, 10 pounds for those between 12 months to 2 years, 20 pounds for 2 to 5 years, and 30 pounds of force for those between 5 to 12 years [1, 24] . In our case, we already used an appropriate force no more than 40 pounds but did not predict the risk factor of the high chronic intracranial pressure which can cause thinning of the cranium and an increased volume of the diploe vein. In our case, the only occasion where a bilateral depressed skull fracture occurred, showed the possibility of an error when applying the pins on both sides. In our teaching hospital, it has indeed become a commonplace that those responsible for carrying out this pre-operative procedure are chief residents. In pediatric cases, we recommend that in future pin application should be carried out by experienced pediatric neurosurgeon whenever possible. Naik et al stated that drainage of CSF from the cistern led to the loss of the tamponed effect which aggravates bleeding from the puncture site [25] .
Di Rocco has commented on the need to design a safer device that would comply with requirements of the delicate head of the pediatric population [26] . Many modifications of head fixation have been reported. Aoki and Sakai describe using of medical bottle rubber cup over the skull pins as a barrier to the pins penetrating too deeply [1, 13, 20, 27] . Others recommend a simple technique using an adhesive drape, such as U-drape over a horseshoe headrest so as to stabilize the children's head and provide a rigid immobilization [12, 15, 28] . Muzumdar et al. describe a method of using plaster of Paris as an interface between the frame and the patient's head in a pediatric stereotactic procedure [3] . Though considered as satisfactory, these modification systems do not eliminate slippage as the clamp is not directly attached to the cranium. Gupta utilizes the modification of the Mayfield system combined with a padded horseshoe headrest because the system enables the pins to be tightened as much as the force is reduced and it would still maintain a rigid position [3, 13] . Lee et al. suggest using all six pin sites on the Sugita head fixation system (rather than only four) to decrease the individual pin pressure, immobilize the head, and thus lessen the risk of a depressed fracture [1, 4] .
The emergency craniotomy and hematoma evacuation were mandatory for life-saving management in cases of the head fixation related complications. In our literature review, there were 13 of 21 cases which reportedly had epidural hematoma complications. There were 4 cases including our cases detected during surgery, 4 cases immediate after surgery and 3 cases detected delayed after surgery. When there is a significant epidural hematoma, an emergency craniotomy should be done prior to proceeding to the initially planned procedure [12] . In present cases, the surgery was abandoned midway in order to get the imaging done and then we proceed to an emergency craniotomy for clot removal.
Considering the outcome in such complications, there was no mortality in all reported cases. In our literature review of 21 cases, there were sequelae in only 3 patients while other 18 cases showed a favorable outcome. Although our patient sustained a massive epidural hematoma with anisocoria which resulted to suspension of the operation, the eventual result after the hematoma evacuation was gratifying. 
Conclusion
Skull fractures and associated epidural hematomas in children need to be considered as possible complications of the pin-type head fixation application with some of them severe and lifethreatening. The head fixation devices in the pediatric population need to be used with great caution and the only way to avoid complications is to avoiding using pins on these patients. In cases of necessary use of the pins for rigid immobilization, every neurosurgeon should be aware of the risk factors, type of device, safe technique for application and management of complications when it occurs. Anyway, prompt identification and proper management of this rare complication usually result in good outcome as in our case.
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